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History of changes 

Revision 
No. 

Date of 
issue 

Reason for 
change Summary of change Provided 

by 
Approved 

by 

00 29/12/2021 NA NA Saeed Nazari Saeed Nazari 

01 05/04/2023 Add new symbol Add non-sterile symbol Saeed Nazari Saeed Nazari 
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Product description 
Using crepe paper for sterile packaging is an easy and convenient way to transfer 
equipment from CSSD to operating rooms. The material of these papers is 100% 
cellulose, which, although it is an effective bacterial barrier against moisture, does not 
prevent the penetration of the sterilizing agent of steam. Therefore, this product is an 
ideal covering product during the sterile period and it should be noted that these papers 
are available in the form of cut leaves in various dimensions . 
 

How to Use 
Directions: This system is used for wrapping medical devices (outer wrapping) to be 
terminally sterilized. It is recommended that final user confirms that packaging method is 
adequate for sterilization method planned and complies with national and international 
current regulations. Generally, place device diagonally in the center of the sheet and 
indicator or inner integrator in the center of the package. Follow folding procedure 
chosen and close wrapping with an indicator adhesive tape. 
 
Storage:  
Product should be stored in a cool and dry place, away from sunlight. A good stock 
rotation is recommended. Advised storage temperature is between 0º and 40ºC and 
relative humidity between 30-60%. 
 
Shelf life before sterilization: 
 In optimal using and storage conditions, shelf life expected is of 5 years from 
manufacturing date.  
 

Limitation 
• Before using crepe paper, make sure the paper is healthy, if it is damaged or torn, 

do not use it. 
• Pay attention to the expiration date of the products, do not use the products 

whose expiration date has passed. 
• Use the product in the order of the date of arrival in the warehouse. 
• Please refer to local/national regulations regarding waste disposal. 
• The application and method of using this product is according to the label and IFU.  

 
Disposal 
Discard along with cardboard waste according to your country´s healthcare regulations. 
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Explanation of Symbols 

Manufacture date  

Expiration date 
 

 

CE mark   
 

 

Lot number  

Manufacturer  

For more information use IFU  

Do not re-use  

Do not use if package is damaged  

Temperature range  

Keep dry 
 

 

Non-sterile 

 
 

 

                                    

 

 


